Applications such as sensors, batteries, and fuel cells have been improved through the use of highly porous aerogels when functional compounds are encapsulated within the aerogels. However, few reports on encapsulating proteins within sol-gels that are processed to form aerogels exist. A procedure for encapsulating cytochrome c (cyt. c) in silica (SiO 2 ) sol-gels that are supercritically processed to form bioaerogels with gas-phase activity for nitric oxide (NO) is presented. Cyt. c is added to a mixed silica sol under controlled protein concentration and buffer strength conditions. The sol mixture is then gelled and the liquid filling the gel pores is replaced through a series of solvent exchanges with liquid carbon dioxide. The carbon dioxide is brought to its critical point and vented off to form dry aerogels with cyt. c encapsulated inside. These bioaerogels are characterized with UV-visible spectroscopy and circular dichroism spectroscopy and can be used to detect the presence of gas-phase nitric oxide. The success of this procedure depends on regulating the cyt. c concentration and the buffer concentration and does not require other components such as metal nanoparticles. It may be possible to encapsulate other proteins using a similar approach making this procedure important for potential future bioanalytical device development.
Introduction
Cytochrome c (cyt. c) is a key electron-transfer protein involved in the body's cellular respiration reactions. It has been shown to be involved in apoptosis, a controlled form of cell death, and it can detect such small toxic molecules as nitric oxide and carbon monoxide [1] [2] [3] . Nitric oxide (NO) plays a role in a variety of physiological processes taking place in the nervous, cardiovascular, and immune systems. While cyt. c typically requires an aqueous environment buffered to pH-neutral values to remain structurally intact and active, research has shown that cyt. c can retain its structure and function in solid materials known as aerogels under certain conditions [4] [5] [6] [7] [8] [9] . Aerogels are highly porous materials often formed by synthesizing sol-gel metal oxides(While metal oxide aerogels are very common, carbon and other types of aerogels have been synthesized. One example is InP aerogels) 10 and drying these sol-gels in such a way that the porous solid matrix is left unchanged [11] [12] [13] [14] . All of the pores in solid aerogels result in much available surface area making aerogels extremely useful for any applications where surface reactions are important. When chemical or biochemical functionality is assembled within the aerogel nanoarchitecture, it has been shown that the physical porosity and enhanced surface area of the aerogels help to improve sensors, as well as electrodes for battery, fuel cell, and supercapacitor applications 11, [15] [16] [17] [18] [19] [20] [21] [22] [23] . In order to dry aerogels in a way that leaves the porous solid matrix unchanged, it is typical to remove the solvent that remains in the pores after sol-gel synthesis through supercritical solvent extraction. Any pore collapse that may be caused by surface tension forces as a solvent evaporates from the gel are minimized because in supercritical drying, a liquid-vapor interface never forms.
There are many reports of heme proteins such as cyt. c being encapsulated in sol-gels that have been kept wet or that have been dried ambiently [24] [25] [26] [27] [28] [29] [30] . Reports of encapsulating biomolecules in sol-gels that are then dried supercritically to form aerogels are rarer due to the necessary processing that can be detrimental to the structure of many proteins. In the case of cyt. c, certain conditions make it possible to retain the ability of cyt. c to detect and respond to gas-phase nitric oxide within aerogels. Once stabilized in the aerogel, the high-quality pore structure of the aerogel facilitates the reaction between cyt. c and nitric oxide 4, 8, 9 . Cyt. c can be encapsulated within aerogels by first associating it in multiple layers around gold or silver nanoparticles in solution [4] [5] [6] [7] [8] . These multilayered superstructures serve to protect the protein within the aerogel matrix. In the most recent approach that we have developed, when the protein concentration and buffer strength are controlled along with other synthetic conditions, cyt. c retains integrity within the aerogels even without metal nanoparticle initial association 9 .
The synthesis begins as many aerogel syntheses begin by mixing silica sol-gel precursors for a set period of time. It is after a set mixing time that cyt. c is added as a buffered solution into the mixture. Gelation then occurs to form a porous silica solid structure in which the pores are filled with water, methanol, remaining reactants and byproducts. This liquid that fills the pores can be rinsed out with various solvents through a series of solvent exchanges, the last exchanges with liquid carbon dioxide taking place within a critical point drying apparatus kept at low 1. Make Buffer and Cyt. c Solutions 1. To make ~750 ml of pH 7, 40 mM potassium phosphate buffer, first prepare 500 ml of 0.04 M potassium phosphate monobasic by weighing out 2.72 g of potassium phosphate monobasic and dissolving in water using a 500 ml volumetric flask. 2. Prepare 500 ml of 0.04 M potassium phosphate dibasic by weighing out 3.48 g of potassium phosphate dibasic and dissolving in water using a 500 ml volumetric flask. 3. Pour the dibasic salt solution into a large beaker with a stir bar and begin stirring the solution on a stir plate. 4. Slowly add portions of the monobasic salt solution to the dibasic salt solution while monitoring the pH with a pH electrode and meter until the pH is 7.00. Approximately 250-300 ml of the monobasic salt solution will be used. 5. Weigh out approximately 0.023 g of cyt. c and place in glass scintillation vial. Add 2,000 μl of prepared potassium phosphate buffer using a micropipette and then gently swirl the solution to mix until all of the solid, red cyt. c has dissolved into the solution and no particulate matter remains. 6. Take 20 μl of the prepared cyt. c solution and add to a 1-cm path length plastic cuvette. Add 3 ml of prepared buffer. 7. Take UV-vis spectrum from 300-700 nm using buffer in the reference cell. Use the cyt. c absorbance (A) at 409 nm, the extinction coefficient 31 (ε) of 106,100 M -1 cm -1 , the cuvette path length (l), and the Beer-Lambert law to determine the concentration (c) of the solution (A = εlc). 8. Back calculate the concentration of the original prepared solution. The 2 ml prepared cyt. c solution is typically between 0.7 to 0.9 mM in concentration. 9. Dilute the original prepared cyt. c solution to 800 μl of 0.105 mM by pipetting 117 μl of 0.72 mM prepared cyt. c solution into a scintillation vial. Then add the balance of the 800 μl (683 μl in this case) of prepared buffer. Swirl to mix. The exact volumes will vary depending on the exact concentration of the original prepared cyt. c solution as the volume of cyt. c to pipet is calculated as (800 μl * 0.105 mM)/(original cyt. c concentration in mM). 10. Store original prepared and diluted cyt. c solutions at 2-8 °C in a refrigerator until ready to use for up to two weeks.
Prepare Cyt. c-silica Sol-gels
1. Upon completion of sol mixing (step 2.6), add 3 ml of the sol mixture to a clean disposable 50 ml polypropylene beaker. 2. Use a glass Pasteur pipette to slowly drop 500 μl of the 0.105 mM diluted cyt. c solution (made in step 1.9) to the 3 ml sol mixture over the course of ~1 min. Make sure to gently swirl the mixture while adding the cyt. c to avoid formation of large red clumps. Assuming the volumes are additive, by diluting 500 μl of the 0.105 mM cyt. c solution to 3,500 μl, the cyt. c concentration now in the sol is, in theory, 15 μM. 3. Pipet 0.5 ml of the resulting cyt. c silica sol into each prepared mold. Also pipet 0.5 ml of remaining 'plain' silica sol into one or two molds to use as control samples during the supercritical drying process. 4. Cover the face-up openings of the molds with Parafilm and put in refrigerator (~2-8 °C) overnight or for at least 12 hr to produce sol-gels. 5. Take the molds out of the refrigerator. Remove the Parafilm from the top of one mold containing a cyt. c sol-gel; also remove the cap and plastic wrap from the bottom. 6. After adding some ethanol from a wash bottle into the mold, use the circular disk end of a syringe plunger to carefully push the gel out of the mold and into a clean 20 ml glass scintillation vial containing approximately 5 ml of ethanol. 7. Repeat this gel removal procedure (steps 4.5 and 4.6) until all of the cyt. c gels are added to the vial and all of the silica gels are added to a separate vial. If more than one concentration of cyt. c gel has been made, be sure to store like gels together within separate vials. Then fill the vials to the top with ethanol, cap and store between 2-8 °C. 8. Every four hours throughout the day, remove the gels from the refrigerator, decant the ethanol off the gels and replace with fresh ethanol. 9. During an additional three days, submerge the wet sol gels in acetone, decanting and adding fresh acetone three times a day.
Supercritically Dry Cyt. c-silica Sol-gels
1. Cool a critical point drying apparatus (see Figure 1 ) to 10 °C by setting the temperature of an attached circulator to 8 °C. 2. Once the apparatus has reached 10 °C, perform a leak test on the apparatus by filling a transfer boat with acetone and sealing it inside of the apparatus. steps, open the drain for 5 min at a time approximately every 40 min over the span of at least six hours to ensure complete replacement of acetone by liquid carbon dioxide within the gels. Always adjust the fill valve to be open enough during each draining so that the liquid level in the apparatus never drops below the top of the boat during draining. 9. Once draining steps are complete, close the fill valve, and drain the liquid carbon dioxide so that the level remains visible just above the prongs on the boat by looking through the apparatus window. 10. Set the temperature of the apparatus attached circulator to 40 °C to ensure that the liquid carbon dioxide rises above its critical temperature and pressure (T c = 31 °C; P c = 7.4 MPa). 11. After approximately 15 min, observe the transition from liquid to supercritical fluid through the apparatus window as the liquid meniscus above the prongs of the boat disappears. Allow at least 15 min of equilibration time, then open the vent valve a small amount to begin to release the supercritical fluid. 12. Over the course of approximately 45 min, continue to incrementally open the vent valve wider and wider so that a steady, but very low hiss of releasing fluid can be heard and the pressure gauge is observed to slowly decrease to zero. 13. After the pressure of the apparatus has gone to zero, open the apparatus door, remove the boat, and use forceps to place the newly dried aerogels in clean glass scintillation vials.
Characterize Cyt. c-silica Aerogels with UV-visible and Circular Dichroism (CD) Spectroscopy
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3. Tape the flaps of the folded and cut cardboard against the 5 cm x 5 cm piece of cardboard so that a small bent surface is created for an aerogel monolith to sit on directly in front of the 0.5 cm x 0.5 cm hole (see Figure 2) . Then tape the back piece of cardboard to the UVvisible spectrophotometer so the hole is in line with the beam path.
2. Measure the thickness of the gels, which will be used for path lengths, with a micrometer. 3. Place one gel on the cardboard platform and measure a spectrum from 300-800 nm with air in the reference compartment of the UV-visible spectrophotometer. 4. Fit a polynomial, A = aλ n , to the wavelength (λ) region where the absorbance (A) is mainly due to background scattering, ~700-800 nm. The a coefficient is typically fit to a number between ~1 x 10 8 and 1 x 10 6 and the n coefficient is typically fit to a number between ~2 and 3.
5.
Calculate the scatter at other wavelengths, using the coefficients, a and n, obtained from the fit. 6. Subtract this calculated scatter background absorbance from the raw spectrum to obtain a scatter corrected spectrum. 7. Fit the scatter subtracted spectrum with a Gaussian curve in the region of 370 to 490 nm using appropriate software (GRAMS/AI 8.0) to determine the peak height, peak center, and peak width of the Soret peak of the aerogel. 8. Apply the Beer-Lambert Law using the measured thickness of the gel for path length (l), the extinction coefficient 31 (ε) of 106,100 M -1 cm -1 and the Soret peak height (A) to compute the concentration (c) of cyt. c in the aerogel (A = εlc). 9. Compare the calculated cyt. c concentration to the concentration theoretically in the gel (15 μM) to ascertain the viability of cyt. c within the aerogel. Typical percent viabilities are close to 100%, but it should be noted that these viabilities are just estimates because the calculation is based on the extinction coefficient of cyt. c in solution 31 which is presumed to be slightly different than the extinction coefficient of cyt. c in the aerogels that is not known. 10. Run nitrogen in the CD instrument at least 5 min before turning the lamp on. 11. Tape the cardboard holder to the CD spectrometer so the hole is in line with the beam path. 12. Measure a continuous wavelength blank spectrum with nothing in the cardboard holder from 350-500 nm at 100 nm/min, taking an average of three scans. 13. Place one gel (thickness previously measured in step 6.2) on the cardboard platform and measure a spectrum from 350-500 nm at 100 nm/ min, taking an average of three scans. 14. Repeat the UV-visible and CD measurements for all aerogel monoliths of interest.
Detect Presence of Nitric Oxide (NO) Gas with Cyt. c-silica Aerogels
CAUTION: Working with NO is dangerous and all NO gas should be handled in a fume hood or exhausted into a fume hood. Sustained exposure to NO is toxic to tissues as highly poisonous nitrogen dioxide and/or nitrogen tetroxide will form when NO comes in contact with air. Heat and corrosive fumes are also produced when NO comes in contact with water.
1. Place an 8 L nitric oxide cylinder (10% nitric oxide, 90% nitrogen) in a well-ventilated fume hood and adjust the pressure to 4 psi. 2. Connect tubing to both the nitric oxide cylinder and to a nitrogen cylinder (pressure set to 6 psi) and link up the ends of the tubing to a T-valve (see Figure 3a ). 3. Choose an aerogel monolith for the experiment and measure the thickness (or path length) with a micrometer. 4. Place the aerogel (~3 mm thick) in a disposable cuvette with plastic cap and put the cuvette into the spectrophotometer. Cut the aerogel slightly if necessary to fit in the cuvette. 5. Insert two syringe needles into the plastic cap of the cuvette, one connected to the output of the T-valve, and one connected to a tube to serve as exhaust into the fume hood (see Figure 3b ). Use Parafilm to seal the needles to the tubing and the cap to the cuvette. 6. Place an empty disposable cuvette in the reference cell. 7. Adjust the aerogel cuvette position to ensure that the aerogel lies in the beam path prior to starting the experiment. 8. Take an initial spectrum from 800 to 300 nm. 9. Monitor the difference between the absorbance at 414 nm and the absorbance at 408 nm while turning the T-valve to switch between nitrogen and the nitric oxide/nitrogen mixture at set time intervals making sure that at no time is the flow rate of nitrogen or nitric oxide/ nitrogen mixture so high that the aerogel moves around in the cuvette. 10. Take a final spectrum from 800 to 300 nm, once the exposure cycles are finished. 11. Repeat the procedure with three to four monoliths to obtain an average sensing response.
Representative Results
The described procedure results in aerogels containing viable cyt. c. As specified at the end of the introduction, cyt. c can be encapsulated from aqueous buffer solutions that range from 4.4 to 70 mM phosphate. Examples of cyt. c-silica (cyt. c-SiO 2 ) aerogels made from solutions containing different buffer concentrations are shown in Figure 4 . All gels are relatively translucent, with the gels made from 70 mM buffer the most opaque.
A comparison of the spectroscopy of cyt. c under different conditions is shown in Figure 5 . A typical spectrum (Figure 5c) shows the large Soret peak around 408 nm for cyt. c-SiO 2 aerogels and is very similar to the spectrum of cyt. c in solution (Figure 5a) . In addition, a spectrum of cyt. c encapsulated within aerogels with metal nanoparticles is also shown (Figure 5b) and the cyt. c-SiO 2 aerogel spectrum is similar to this spectrum as well. When the cyt. c-SiO 2 aerogel is exposed to nitric oxide, a typical shifting of the Soret peak is observed (Figure 5d) .
The UV-vis spectra for gels made from cyt. c solutions in varying buffer concentrations are shown in Figure 6 . All of these gels show characteristic UV-visible spectroscopic features indicating that cyt. c is not in a denatured state within the gels. However, the decreased translucency of the gels made from 70 mM buffer results in a lower signal-to-noise ratio for these spectra. Averaged UV-visible spectral absorbance divided by gel path length for cyt. c-SiO 2 aerogels encapsulating 10 μM cyt. c in 50 mM phosphate buffer in which the supercritically dried aerogels were made by either releasing supercritical carbon dioxide over 45 min (solid, black (average of 9 spectra)) or 7 min (dashed, red (average of 4 spectra)). Reprinted with permission 9 .
Discussion
As described, this procedure has consistently produced viable cyt. c encapsulated within aerogels. The concentration of cyt. c within the aerogels can be varied from 5 to 15 μM and the buffer concentration of the initial cyt. c solution encapsulated within the aerogels can be varied from 4.4 to 70 mM phosphate without severe detrimental effects on protein viability. However, the peak center and peak width of the characteristic cyt. c Soret peak in aerogels are closest to what they are for cyt. c in solution when cyt. c is encapsulated in aerogels from solutions of 40 mM buffer 9 .
The synthesis of the cyt. c-SiO 2 aerogels is affected by the age of some of the starting reagents. Methanol, tetramethoxysilane, and ammonium hydroxide solution are all hygroscopic and should be replaced every one-to-two months. The increased water that builds up in these reagents over time affects the gel structural characteristics and the sol-to-gel transition time.
When performing supercritical drying, the critical point drying apparatus's transfer boat can hold up to eighteen 0.5 cm thick, 1 cm diameter gels. As outlined in the protocol section, a specific filling and draining procedure should be followed to transfer carbon dioxide into the sol-gels. It is important to note that at the beginning of the draining protocol, the draining mixture of carbon dioxide and acetone flows at such a high rate that the drain tube freezes stiff with moisture condensing to ice on the outside. The mixture draining out contains some water since the acetone is not anhydrous and this water may occasionally freeze to an extent that the drain tube actually clogs. It is necessary to watch for such clogs and to listen for a stoppage of flow. The drain valve should be closed for a few min so the clog will melt if a clog is detected. In the worst case scenario, if the drain valve is not closed, a clog can cause so much pressure to build up that the drain tube forcefully pops off the apparatus. After the first few drain periods, the majority of the acetone will have been rinsed out of the apparatus, and the occurrence of wet ice chunks will decrease dramatically. The discharge will progressively resemble dry ice as the draining protocol continues with any residual evidence of acetone presence (such as scent) becoming undetectable by the end of the draining process.
After the carbon dioxide in the apparatus has transitioned from liquid to supercritical fluid and the venting process has begun, it is necessary to release the fluid at a slow rate over at least 45 min as indicated in the procedure 9 . A higher rate of release can decrease the viability of cyt. c (as shown in Figure 9 ) within the aerogels and the aerogels themselves may actually break apart as the fluid rushes to escape from the gels. In general, even when the aerogels remain intact after opening the apparatus door, it is important to handle them carefully and gently as they are brittle and can break easily.
The control silica gels that are poured alongside the cyt. c-SiO 2 gels are used after supercritical drying to determine if the carbon dioxide transfer into the gels was successful. Sometimes the cyt. c-SiO 2 gels may appear cloudy and it is important to determine if this is due to incomplete solvent transfer or if it may have to do with the concentration of the cyt. c or buffer encapsulated within the gels. If the silica gels without cyt. c appear to have a homogeneous, translucent appearance throughout, this can be taken as evidence that the solvent transfer occurred completely even if the cyt. c-SiO 2 gels have some cloudiness to them. Cloudiness within the silica gels without cyt. c after drying indicates that some acetone remained inside the gels during the venting.
As indicated in the protocol section, important safety precautions need to be taken when working with nitric oxide (NO). To detect NO using the aerogels, it is necessary to seal the cuvette very well and to exhaust the gas flowing over the aerogels into a fume hood. Alternatively, the whole spectrophotometer can be moved into a fume hood along with the NO gas cylinder as an added precaution to limit exposure to NO gas. On When using the cyt. c-SiO 2 aerogels to detect the presence of nitric oxide, the Soret band will initially be at ~408 nm and will shift to ~414 nm in the presence of nitric oxide. After switching back to nitrogen, the Soret band should reverse back to being centered at ~408 nm. It may also be possible to use the cyt. c-SiO 2 aerogels to detect the presence of other ligands such as carbon monoxide 27 . Different published procedures include an added step of combining gold or silver nanoparticles with cyt. c in solution prior to mixing with the sol and supercritically drying to form aerogels [4] [5] [6] [7] [8] . Comparing the UV-visible spectroscopy of cyt. c encapsulated in aerogels with metal nanoparticles to that of cyt. c encapsulated in aerogels without metal nanoparticles shows that these two types of encapsulation techniques produce cyt. c of similar viability within the aerogels (Figure 5) . However, the cyt. c encapsulated with metal nanoparticles is slightly more stable than cyt. c encapsulated without metal nanoparticles within the aerogels 9 . The CD spectra of both types of cyt. c aerogels are also similar, although both differ from the spectrum of cyt. c in buffer indicating some unfolding of cyt. c within the aerogels (Figure 7) . Previous reports on cyt. c encapsulated in aerogels suggest that the circular dichroism spectroscopy is most likely assessing the outermost layer of protein, unfolded upon contact with the silica gel, within either metal nanoparticle-nucleated multilayered cyt. c structures or loosely organized structures that form when no metal nanoparticles are present in aerogels 4, 9 . The majority of the cyt. c within either type of self-organized structure inside the aerogels remains folded as measured by the UV-visible spectroscopy though. The advantage of the protocol described herein sans nanoparticles is that expensive purchase or time-consuming synthesis of metal nanoparticles is not necessary. Proteins have not often been successfully encapsulated within aerogels, and so this procedure is important in that it may lead to the development of a more general method for encapsulating other proteins in aerogels with potential significance for future bioanalytical devices.
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